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1  INTRODUCTION 


This  report  contains  the  summary  of  the  scientific  and  engineering  work  performed  as  part  of 
the  development  of  the  High  Energy  Proton  instrument  (HEP).  HEP  is  a  part  of  the  SOBEDS 
suite  of  instruments  being  developed  by  Amptek,  Inc.  The  purpose  of  the  HEP  instrument  is  to 
detect  incident  high  energy  protons  (15  <  E  <  300  MeV)  and  measure  their  energy  spectrum. 

The  primary  technical  effort  during  the  second  year  of  the  SOBEDS  contract  has  been 
devoted  to  the  manufacture  and  testing  of  the  Engineering  Model  HEP  sensor  head.  The  key 
issue  in  this  effort  was  the  characterization  of  the  response  of  the  scintillator  materials  which  are 
to  be  used  as  the  primary  proton  detector  in  the  HEP  instrument.  Four  scintillator  materials  were 
extensively  studied:  GSO  (Gd2Si05),  LuAP  (LuAlOa),  BGO  (Bi4Ge30i2)  and  PWO  (PbW04). 
The  testing  work  was  carried  out  with  radioactive  sources  at  Amptek,  Inc.  and  with  proton  beams 
at  two  accelerators,  Harvard  Cyclotron  (HCL)  and  the  Alternating  Gradient  Synchrotron  (AGS) 
at  the  Brookhaven  National  Laboratory  (BNL). 

A  description  of  the  HEP  Engineering  Sensor  head  and  of  the  experimental  setups  at  HCL 
and  AGS  is  contained  in  Section  2.  The  sensor  head  proton  response,  both  measured  and 
calculated,  is  described  in  Section  3.  A  discussion  of  the  sensor  head  response  to  high  energy 
proton  induced  nuclear  interactions  is  in  Section  4.  Finally,  a  summary  of  the  work  and 
concluding  remarks  are  in  Section  5. 


1 


2  EXPERIMENTAL  HARDWARE  AND  SETUPS 


2.1  HEP  Sensor  Head 

An  engineering  model  (EM)  of  the  HEP  sensor  head  was  manufactured  for  the  purpose  of 
testing  the  key  hardware  components  and  data  handling  algorithms  intended  for  use  with  the 
flight  instrument.  A  cross  section  diagram  of  the  EM  sensor  head  is  shown  in  Figure  1 .  The 
design  allowed  a  flexibility  in  accommodating  the  evaluation  of  a  variety  of  scintillator  materials 
and  scintillator  light  readout  devices. 

There  are  five  detection  elements  in  the  EM,  two  scintillators  and  three  solid  state  detectors. 
The  two  scintillators  are  labeled  SI  and  S2  in  Figure  1.  The  mechanical  design  allowed  any 


Figure  1.  Cross  section  diagram  of  the  HEP  EM  sensor  head. 
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cylindrical  scintillator  2  cm  long  and  2  cm  in  diameter  to  be  placed  in  the  sensor  head.  The  three 
solid  state  detectors  (Dl,  D3  and  D4)  are  all  700  pm  thick  and  had  areas  of  0.25,  1.5  and  3.0 
cm^,  respectively.  Dl  is  located  between  the  EM  entrance  aperture  and  SI,  D3  is  between  SI 
and  S2  and  D4  is  located  between  S2  and  the  rear  shield.  A  0.1  cm  thick  Cu  degrader  disk  is 
located  in  the  entrance  aperture  upstream  of  Dl,  preventing  the  lowest  energy  particles  from 
reaching  the  EM  detectors.  The  scintillation  light  from  SI  and  S2  could  be  detected  by  either 
photomultiplier  tubes  (PMT)  or  by  photodiodes,  depending  on  the  EM  configuration.  The  EM 
sensors  are  surrounded  by  a  Cu  shield,  1 .3  cm  at  the  front  and  back  and  0.5  cm  along  the  sides. 

2.2  External  Electronics  and  Data  Acquisition  System 

The  EM  sensor  head  does  not  include  any  internal  electronics.  All  signal  processing  is 
performed  by  external  electronic  modules,  both  custom  designed  and  commercial  NIM 
electronics.  Similarly,  data  acquisition  from  the  sensor  is  performed  by  an  external,  Amptek  Inc. 
designed,  system  consisting  both  of  commercial  components  (CAMAC  crate  and  PC)  and 
custom  software.  The  use  of  external  electronics  permitted  the  work  on  the  sensor  head  to 
proceed  independently  and  in  parallel  to  the  work  on  the  development  of  HEP  flight  electronics. 

The  readout  of  the  scintillation  light  produced  in  SI  and  S2  was  accomplished  using  the 
circuit  shown  in 

Figure  2.  The  scintillator  was  wrapped  with  a  diffuse  reflector  (Teflon  tape)  except  where  it  was 
coupled  to  the  PMT  through  a  quartz  light  guide.  The  scintillation  light  was  collected  onto  the 
PMT  photocathode  and  the  resulting  electron  pulse  was  amplified  by  the  PMT  high  voltage 
electrode  chain.  The  output  current  pulse  from  the  PMT  was  coupled,  using  a  50  Q  terminator, 
to  the  input  of  an  Ortec  450  main  amplifier  (Int.  =0.1  psec,  Diff.  =  OUT).  The  unipolar  Ortec 
450  output  was  sent,  through  a  delay  amplifier,  to  the  data  acquisition  system’s  analog-to-digital 
converter,  ADC  (Ortec  ADS  11).  The  bipolar  output  signal  was  converted  to  a  negative  NIM 
logic  pulse  by  the  Ortec  551  TSCA  module  and  then  sent  to  the  data  acquisition  system’s 
counter/scaler  (LRS  2551). 

The  readout  of  the  solid  state  detectors  (Dl,  D3  and  D4)  was  accomplished  using  a  circuit 
identical  to  the  Dl  circuit  shown  in  Figure  3.  The  output  signal  from  each  detector  was  first 


Figure  2.  Block  diagram  of  the  scintillator  readout  electronics. 
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processed  by  custom  built  pre-amplifier/amplifier  module  (ASM-200),  based  on  the  Amptek 
A-225  hybrid.  The  slow,  shaped  ASM-200  output  (2  psec  time  constant)  was  sent  to  the  ADC 
after  a  suitable  delay.  The  fast  ASM-200  output  was  converted  to  a  positive  NIM  logic  pulse  by 
the  Ortec  551  TSCA  module  and  the  resulting  pulse  was  used  as  one  of  the  inputs  to  an  Ortec 
41 8  A  Coincidence  unit. 

There  were  five  inputs  to  the  Coincidence  module:  Dl,  D3,  D4,  a  beam  monitor  solid  state 
detector  (M2)  (see  Section  2.3)  and  a  time-of-flight  (TOP)  telescope  signal  (see  Section  2.4). 
The  imit  could  be  configured  to  accept  any  combination  of  these  five  signals,  including  singles 
counts  from  any  sensor,  as  a  valid  event.  For  a  valid  event,  the  Coincidence  unit  generated  a 
logic  signal  which  gated  the  ADS  11  CAMAC  ADC.  Thus,  unless  a  preset  coincidence 
requirement  was  met  the  ADC  did  not  digitize  any  signals.  Once  a  valid  event  occurred,  the 
ADC  performed  pulse  height  analysis  on  all  (up  to  eight)  of  its  input  signals. 

The  CAMAC  scaler  (LRS  2251)  was  used  to  count  the  beam  induced  events  in  all  of  the 
sensor  head  detectors  (SI,  S2,  Dl,  D3  and  D4),  the  beam  monitor  detectors  (Ml  and  M2),  and 
the  TOP  telescope  (AGS  only,  see  Section  2.4).  In  addition,  the  total  number  of  valid  events,  as 
determined  by  the  Coincidence  unit,  was  also  counted  by  the  LRS  2251.  The  count  rates  from 
the  100  MHz,  free-running  scaler  were  free  of  the  dead  time  that  affected  the  CAMAC  ADC  data 
(80  psec  AD811  digitization  time  and  PC  SCSI  communications  overhead)  and  were  used  to 
correct  for  the  dead  time  related  undercounting  of  valid  events. 

The  HEP  beam  experiments  were  controlled  by  a  two  computer  network  (see  Figure  4). 
PC#1  ran  the  data  acquisition  program  HEPDAQ,  which  communicated  wdth  the  CAMAC  crate 
using  a  SCSI  card.  PC#1  also  ran  another  program  which  communicated  with  the  motion  control 
system  using  the  PC-38  card,  supplied  by  the  motion  system  manufacturer.  HEPDAQ  polled  the 
CAMAC  crate  for  valid  events  accepted  by  the  AD81 1.  If  such  an  event  (receipt  of  a  gate  from 
the  Coincidence  unit  by  the  AD811)  occurred,  HEPDAQ  would  1)  transfer  the  digitized  pulse 


Figure  3  Block  diagram  of  Dl  readout  electronics. 


height  data  for  that  event  from  the  AD81 1  to  PC#1,  2)  clear  the  old  data  from  the  AD81 1  and  3) 
enable  the  AD811  to  accept  the  next  event.  After  every  250  events  processed  by  HEPDAQ,  the 
program  would  read  and  clear  the  data  from  the  LRS  2251  scaler. 

HEPDAQ  stored  the  data  retrieved  on  an  event-by-event  basis  from  the  AD8911  and  the 
LRS  2251  in  a  disk  file  on  PC#1.  In  order  to  free  up  the  PC#1  system  resources  for  CAMAC 
communications,  HEPDAQ  performed  no  data  analysis  and  was  strictly  a  data  retrieval  and 
storage  program.  PC#2  ran  the  data  analysis  and  display  program.  This  program  would 
periodically  access  the  data  file  written  on  PC#1  by  HEPDAQ,  perform  simple  analysis  on  the 
data  and  update  the  various  displayed  spectra  and  scaler  coimts. 

The  motion  control  system  included  one  rotary  and  two  linear  stages.  The  EM  sensor 
head  was  mounted  on  top  of  the  rotary  stage,  which  in  turn  was  attached  to  a  linear  stage.  This 
configuration  allowed  the  EM  to  be  both  moved  perpendicularly  to  the  beam  and  to  be  rotated 
with  respect  to  the  beam  axis.  One  of  the  solid  state  beam  monitor  detectors  (M2)  was  mounted 
on  the  second,  independent  linear  stage  (referred  to  as  Monitor  Stage  in  Figure  4).  This  allowed 
M2  to  be  placed  in  the  beam  line  and  directly  up  stream  of  the  EM,  whenever  desired  by  the 
experimenter. 

2.3  Experimental  Setup  at  HCL 

The  cyclotron  at  HCL  produces  a  160  MeV  proton  beam.  The  beam  exits  the  vacuum 
environment  of  the  accelerator  through  a  thin  pressure  window  and  enters  the  room  where  the 
experiment  is  performed.  Just  downstream  of  the  window,  the  beam  is  directed  through  a  3.2  cm 
diameter  collimator.  Several  calibrated  degrader  plugs  (made  of  lead  and  Lexan)  can  be  inserted 


Figure  4.  Block  diagram  of  the  experiment  control  system. 
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into  the  collimator  tunnel  to  decrease  the  incident  beam  energy.  The  standard  degrader  set 
produces  the  following  mean  energies  at  the  exit  of  the  collimator:  29,  37,  45,  54,  73,  92,  111, 
131  and  149  MeV.  The  EM  sensor  head  was  located  165  cm  downstream  of  the  collimator. 

There  were  two  beam  monitor  detectors.  One,  with  a  0.25  cm^  area,  was  permanently 
mounted  to  one  side  of  the  EM  entrance  aperture,  while  the  second  one  (0.50  cm^  area)  was 
mounted  on  a  linear  motion  stage  and  could  be  moved  into  the  beam  line  directly  in  front  of  EM 
aperture.  When  this  detector  was  in  the  beam  line,  it  was  used  as  part  of  the  event  trigger.  For 
example,  the  Coincidence  unit  could  be  configured  to  require  simultaneous  hits  in  the  monitor 
detector  and  in  D1  in  order  to  register  a  valid  event. 

2.4  Experimental  Setup  at  AGS 

The  AGS  experiments  were  performed  at  the  B2  Test  Beam.  The  AGS  accelerator  produces 
a  primary  beam  of  33  GeV  protons.  There  are  many  secondary  and  tertiary  beam  lines  which 
produce  a  variety  of  subatomic  particle  beams.  The  B2  Test  Beam  can  be  configured  to  provide 
a  positively  charged  beam  (positrons,  muons,  kaons,  protons  and  deuterons)  with  a  particle 
momentum  range  of  0.6  to  2.0  GeV/c.  This  range  corresponds  to  a  proton  energy  range  of  175  to 
1,280  MeV. 

The  B2  beam  is  a  mixture  of  all  types  of  particles,  all  with  the  same  momentum.  Since  only 
the  proton  response  of  the  EM  sensor  head  is  of  interest,  it  is  necessary  to  provide  a  trigger 
mechanism  sensitive  to  particle  type  so  that  the  proton  induced  events  in  the  EM  can  be 
distinguished  from  those  induced  by  other  particles.  The  time-of-flight  (TOF)  telescope  provides 
such  a  trigger. 

The  principle  of  operation  of  the  TOF  telescope  is  straightforward.  The  velocity  of  a 
particle  is  measured  and  the  relationship  between  velocity  and  momentum  is  used  to  obtain  the 
particle  mass  and,  thus,  its  identity.  The  relativistic  relationship  between  the  momentum,  p,  of  a 
particle  and  its  kinetic  energy,  T,  is  given  by 

p  =  ■^27’  mc^  +  T'  (1) 

where  m  is  the  particle’s  rest  mass  and  c  is  the  velocity  of  light.  Since  the  momentum  of  all  the 
beam  particles  is  the  same  but  the  masses  are  different,  each  particle  will  have  a  different  kinetic 
energy  and  a  different  velocity,  v,  where 


v/c  =  = 


(2) 


If  the  time-of-flight  of  the  beam  particle,  TOF,  is  measured  over  a  fixed  distance,  d,  then  the 
velocity  is  given  by 
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V  =  d!  TOF  . 


(3) 


Thus,  a  measured  value  of  the  TOF  yields  particle  velocity,  which  can  be  converted  to  kinetic 
energy  (Eq.  (2))  and  finally,  using  the  known  beam  momentum,  to  mass  (Eq.  (1)). 

The  TOF  telescope  (loaned  to  us  by  the  PHOENIX  group  at  the  AGS)  consisted  of  two 
plastic  scintillator  detectors  placed  10  m  apart  and  located  directly  upstream  of  the  EM  sensor 
head.  The  TOF  detectors  had  a  larger  diameter  than  the  EM  entrance  aperture  so  that  any 
particle  striking  the  EM  had  to  have  hit  both  TOF  counters.  The  time  difference  between  the 
particle  passage  through  the  front  and  back  TOF  detectors  was  converted  to  an  analog  voltage 
puls,e  using  the  Ortec  566  time-to-amplitude  (TAG)  converter  module  (see  readout  circuit  in 
Figure  5).  The  output  of  the  TAG  was  used  both  as  part  of  the  valid  event  definition  and  as  an 
input  to  the  AD81 1  ADG. 

Normally,  the  valid  event  trigger  (fi:om  the  Goincidence  unit)  consisted  of  a  TOF  signal 
from  the  TSGA  and  one  or  more  of  the  D1-D4  detectors.  The  TOF  signal  from  the  TSGA  could 
result  from  any  beam  particle  (positrons,  muons,  kaons  as  well  as  protons  and  deuterons).  In  this 
way,  events  caused  by  all  types  of  particles  were  recorded  by  the  data  acquisition  system. 
However,  since  the  actual  TOF  signal  from  the  TAG  was  digitized  and  recorded  for  each  event, 
it  was  possible  during  data  analysis  to  select  only  events  that  had  a  TOF  value  which  identified 
them  as  induced  by  beam  protons. 


Figure  5.  Block  diagram  of  the  TOF  readout  electronics. 


7 


3  HEP  SENSOR  HEAD  RESPONSE  TO  PROTONS 


3.1  Scintillator  Material  Comparison 

The  performance  of  the  scintillator  material  used  for  SI  and  S2  is  the  key  to  the  proper 
performance  of  the  HEP  sensor.  The  important  characteristics  of  a  suitable  material  are 

a)  high  density:  this  feature  results  in  smaller  SI  and  S2  which,  in  turn,  leads  to  a  smaller  and 
less  massive  instrument, 

b)  high  light  output:  this  feature  allows  the  use  of  photodiodes  instead  of  photomultiplier 
tubes  to  read  out  the  SI  and  S2  signals,  leading  to  a  decrease  in  size,  power  and  complexity, 

c)  good  energy  resolution:  this  feature  permits  accurate  measurement  of  incident  proton 
energy,  particularly  for  high  energy  protons  which  traverse  both  SI  and  S2, 

and 

d)  fast  decay  time:  this  feature  permits  maintaining  good  energy  resolution  at  high  coxmt  rates, 
an  important  issue  for  an  instrument  designed  to  work  in  the  inner  radiation  belt. 

Four  commercially  available  scintillator  materials  were  evaluated  for  use  in  the  HEP  instrument. 
The  reported  properties  of  these  materials  are  listed  in  Table  1. 


Table  1.  Listing  of  reported  scintillator  properties  (Refs.  1, 2  and  3). 


Property 

LuAp 

N 

GSO 

Material 

PWO 

BGO 

Density  (g/cm^) 

8.4 

6.7 

8.3 

7.1 

Light  Output  (ph/MeV) 

10,900 

7,900 

100 

8,060 

Energy  Res.  ('^’Cs  y-ray) 

9% 

11% 

N/A 

11% 

Decay  Time  (ns) 

16 

60 

10 

400 

Peak  Emission  (nm) 

365 

430 

450-530 

480 

Rad.  Hardness  (rad) 

N/A 

>  10’ 

~  10® 

10®-10® 
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In  the  final  analysis,  GSO  was  chosen  for  use  on  HEP.  The  primary  reasons  for  the  rejection 
of  the  other  materials  were 

LuAP;  Poor  energy  resolution  (20%)  for  high  energy  protons,  apparently  caused  by  the 
manufacturer’s  inability  to  produce  material  of  uniform  purity, 

PWO:  Scintillation  light  output  insufficient  for  use  with  photodiode  and  poor  energy  resolution 
for  high  energy  protons  (20%), 

BGO:  Long  decay  time  and  poor  thermal  stability,  both  light  output  and  decay  time  vary 
strongly  with  changes  in  temperature. 

In  view  of  this  scintillator  choice,  only  the  results  for  GSO  will  be  given  in  the  remainder  of  this 
section. 

3.2  GSO  Scintillation  Light  Output 

We  have  studied  the  production  of  scintillation  light  by  GSO  in  order  to  verify  that  the  HEP 
sensor  head  scintillators  can  be  read  out  by  photodiodes  rather  than  require  PMT  for  readout.  The 
measured  scintillation  light  output  is  determined  by  the  intrinsic  material  properties  as  well  as 
by  the  particulars  of  the  crystal  geometry,  reflective  coating,  type  of  incident  particles,  system 
electronics  and  the  quality  of  the  optical  coupling  to  the  light  sensor. 

If  Me-h  is  the  number  of  electron-hole  (e-h)  pairs  produced  in  the  photodiode  per  MeV  of 
energy  deposited  in  the  scintillator  by  high  energy  protons,  then 

K  c,. 

where  Ny  is  the  number  of  scintillation  photons  produced  by  662  keV  y-rays  ('^’Cs),  Rpy  is  the 
scintillation  light  production  for  high  energy  protons  relative  to  the  662  keV  y-rays  and  Stot  is  the 
probability  for  converting  a  single  scintillation  photon  to  an  e-h  pair.  The  total  probability  can 
be  written  as  a  product  of  three  components, 

£.0,  = 

where  the  Eg  is  the  probability  of  the  scintillation  photon  striking  the  photodiode  active  area,  Spd 
is  the  typical  quantum  efficiency  of  the  photodiode  in  the  wavelength  region  of  the  scintillation 
light  and  Se  is  the  fraction  of  the  total  photodiode  current  detected  by  the  readout  electronics. 

Moszynski  et  al.  (Ref  2)  have  studied  the  intrinsic  light  production  by  GSO  and  measured 
Ny  =  66301380  and  Epd  =  0.72  for  the  Hamamatsu  S-3950  photodiode.  During  the  experiment  at 
the  AGS,  we  determined  Rpy  =  0.83  by  measuring  the  relative  amounts  of  light  produced  in  the 
GSO  by  2  GeV/c  protons  (which  deposited  23  MeV  in  a  2  cm  long  GSO  crystal)  and  by  662  keV 
y-rays  from  '^^Cs.  The  value  Eg  may  be  estimated  using  the  expression  for  the  light  collection 
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efficiency  for  an  enclosed  volume  with  walls  of  reflectivity  R  and  a  ratio  f  of  the  photo  detector 
sensitive  area  to  the  surface  area  of  the  enclosed  volume 

/ 

“  [1 -(!-/)«]  ' 

The  GSO  crystal,  2  cm  long  and  2  cm  in  diameter,  in  combination  with  the  small  quartz  light 
guide  had  an  area  of  22.7  cm^.  The  surface  area  of  the  photodiode  was  0.8  cm^,  giving  f  =  0.036. 
The  crystal  and  light  guide  were  wrapped  with  several  layers  of  Teflon  tape,  with  an  estimated  R 
of  0.98,  resulting  in  Sg  s  0.65.  Finally,  we  used  a  light  integration  time  of  250  ns,  which  was 
sufficient  to  collect  all  of  the  light  from  the  short  lifetime  GSO  decay  component  (t  ==  60  ns)  but 
not  the  long  lifetime  one  (t  =  600  ns).  Since  the  ratio  of  intensities  of  the  two  components  is  7:1 
(Ref  1)  our  electronics  missed  approximately  14%  of  the  scintillation  light  and  8e  s  0.86. 
Substituting  these  values  into  eqs.  (4)  and  (5)  gives  Me.h(calculated)  =  2,215  e-h/MeV. 

We  measured  the  value  of  Me-h  directly  by  comparing  the  photodiode  signal  generated  by 
the  passage  of  2  GeV/c  protons  (23  MeV  of  deposited  energy  in  the  scintillator)  with  the  signal 
generated  by  a  direct  absorption  by  the  photodiode  of  the  59.5  keV  y-rays  from  The 

second  case  is  known  to  generate  16,540  e-h  pairs,  allowing  the  direct  calibration  of  deposited 
energy  to  e-h  pairs  for  high  energy  protons.  The  measured  value  of  Me-h  is  1,405  e-h/MeV. 
Given  the  uncertainties  in  the  estimation  of  the  various  efficiencies  and  the  fact  the  Ny  value 
from  Ref  2  was  obtained  with  a  GSO  crystal  made  by  a  different  manufacturer  than  the  one  used 
in  the  present  work,  the  agreement  between  the  measured  and  calculated  values  is  satisfactory. 


3.3  GSO  Proton  Response:  Measurements  and  Computations 

Average  energy  loss  by  charged  particles  in  matter  is  described  by  the  Bethe-Block 
equation.  An  extensive  discussion  of  this  equation  and  tabulations  of  stopping  power,  dE/dx, 
and  range  for  protons  in  various  elements  and  compounds  is  found  in  Ref  4.  The  scintillator 
materials  considered  for  use  in  this  program  are  relatively  new  and  are  not  listed  in  the  Tables  of 
Ref  4.  Therefore,  some  additional  computation  was  required  to  obtain  the  needed  information 
for  these  materials. 

The  stopping  power  of  a  compound,  (dE/dx)c  may  be  computed  from  the  stopping  power  of 
its  constituent  elements  by  making  the  assumption  that  the  stopping  power  per  atom  is  additive 
(Bragg-Kleeman  rule): 


where  N  is  the  atomic  density,  dE/dx  is  the  stopping  power  and  Wi  is  the  fraction  of  atoms  of 
element  i  in  the  compound  (subscript  c).  In  practice,  the  right  hand  side  of  Eq.  (7)  must  be 
multiplied  by  a  constant  k,  which  accounts  for  any  compound  effects  on  stopping  power  and  any 
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inaccuracies  in  tabulated  elemental  stopping  powers.  We  found  that  a  value  of  k  =  1.05  works 
well  with  all  the  heavy  scintillator  compoimds  studied. 

In  addition  to  the  analytical  energy  loss  calculations  using  the  Bethe-Block  equation,  we  have 
undertaken  a  series  of  Monte  Carlo  simulations  of  the  response  of  the  HEP  sensor  head  to  high 
energy  protons  using  the  HETC  code  (Ref.  5).  This  code  follows  the  history  of  each  incident 
proton,  on  an  “event-by-event”  basis,  as  it  traverses  the  sensor  head,  interacting  with  the  sensor 
head  electrons  and  nuclei.  This  allows  us  to  obtain  extremely  detailed  information  about  the 
distribution  of  energy  loss  values  in  the  sensor  head  detectors.  This  is  in  contrast  to  the  Bethe- 
Block  calculations  which  result  in  the  computation  of  average  values  only.  In  addition,  the 
HETC  code  realistically  treats  the  effects  of  nuclear  interactions  in  the  HEP  detectors  (see 
Section  4). 

The  experiments  carried  out  at  HCL  and  the  AGS  resulted  in  the  measurement  of  the 
incident  proton  energy  loss  distributions  in  SI  and  S2.  These  distributions  were,  in  general, 
characterized  by  a  well  defined  peak  in  the  deposited  energy  spectra  for  the  two  scintillators. 
The  measured  peak  positions  and  the  energy  loss  curves  computed  using  the  Bethe-Block 
equation,  Eq.  (7),  are  shown  in  Figure  6.  The  error  bars  on  the  data  points  correspond  to  the 
measured  full-width-at-half-maximum  (FWHM)  of  the  energy  deposition  peaks. 

A  comparison  of  the  measured  energy  loss  values  with  the  values  calculated  with  1)  the 
Bethe-Block  equation  and  2)  the  Monte  Carlo  HETC  program  is  shown  in  Figure  7.  The  plotted 
points  are  the  ratios  of  the  calculated  energy  loss  values  to  the  measured  ones  for  the  SI 
scintillator.  It  is  clear  that  there  is  a  systematic  deviation  of  about  5%  for  both  calculations  from 


Figure  6.  Computed  energy  loss  in  SI  and  S2  scintillators. 
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Ratio 


the  measured  data  points.  Once  this  effect  is  taken  into  account,  the  agreement  between  data  and 
calculation  is  excellent.  The  5%  deviation  is  well  within  the  size  of  the  errors  expected  by  using 
the  Bragg-Kleeman  approximation  to  compute  the  stopping  power  of  an  actual  compound. 


100  1000 
Incident  Energy  (MeV) 

Figure  7.  Ratio  of  calculated  to  measured  proton  energy  losses  in  SI. 
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4  HEP  SENSOR  HEAD  RESPONSE  TO  NUCLEAR  INTERACTIONS 


The  HEP  sensor  response  to  protons  must  be  corrected  for  the  effect  of  nuclear  interactions 
between  high  energy  protons  and  the  atoms  of  the  scintillator  material.  These  events  result  in 
very  large  energy  deposition  in  either  SI  or  S2  scintillator.  This  causes  the  instrument 
electronics  to  reject  nuclear  interaction  events  from  processing.  The  final  effect  is  to  reduce  the 
measured  proton  flux  by  the  fraction  of  the  total  events  that  result  in  nuclear  interactions. 

The  probability  of  a  nuclear  interaction  may  be  estimated  using  the  following  simple 
geometrical  model.  In  order  for  a  nuclear  interaction  to  take  place,  the  incident  proton  must 
overcome  the  repulsive  Coulomb  barrier,  Be,  of  the  target  nucleus  and  approach  within  a 
distance,  Rc,  where  the  proton  comes  in  physical  contact  with  the  target  nucleons.  The  Coulomb 
barrier  is  given  by 


n  _ 

where  the  Coulomb  radius,  is  approximately  given  by 


(8) 


=  [  1.12  (4"^  +  +  3]  >  (9) 

where  Ai  and  A2  are  the  atomic  numbers  of  the  incident  and  target  nucleus  and  Rc  is  in  units  of 
frn  (10'*^  m).  In  this  model,  the  total  reaction  cross  section,  gr,  cannot  exceed  the  area  of  a  disk 
with  a  radius  of  Rc,  and  can  be  written  as 


cr  —  TV  R^ 


E-Bc 


=  71  RI  for  E  » 


(10) 


where  E  is  the  incident  particle  energy.  The  proton  energies  used  in  the  experiments  were  well 
above  the  Be  values  for  the  elements  that  make  up  GSO:  2  MeV  for  oxygen,  3  MeV  for  silicon 
and  10  MeV  for  gadolinium.  Thus,  the  condition  E  »  Be  is  satisfied  and  the  limiting  value  of 
gr  can  be  used.  The  interaction  probability,  is  then 


P„  =  Ntex^  GG 

where  N  is  the  atomic  density  of  the  target  material  and  t  is  the  target  thickness.  In  case  of  a 
compound  material,  like  GSO,  gr  is  the  sum  of  the  atomic  cross  sections  for  all  the  atoms  of  the 
molecule.  Evaluating  Eq.  (1 1)  for  a  2  cm  long  GSO  crystal  yields  Pn  =  0.20.  Similarly,  Pn  = 
0.004  for  a  D1  or  D2  detector  and  Pn  =  0.014  for  a  1  mm  thick  copper  degrader  located  upstream 
of  the  D1  detector. 

The  output  of  the  Monte  Carlo  HETC  code  permits  the  selection  of  events  which  result  in 
very  large  energy  deposition  in  one  area  of  the  sensor  head.  These  events  are  due  to  nuclear 
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interactions.  The  HETC  probabilities  for  these  events  are  0.077  +  0.010  for  SI,  0.082  ±  0.009 
for  S2,  0.0012  ±  0.0008  for  Dl,  0.0015  ±  0.0011  for  D2  and  0.0049  ±  0.0017  for  the  copper 
degrader  (the  errors  are  due  to  counting  statistics  in  the  Monte  Carlo  simulation).  The  simple 
geometrical  model  predicts  2.5  times  the  number  of  nuclear  interactions  predicted  by  HETC. 
This  is  a  reasonable  result,  given  that  Eq.  (11)  counts  all  nuclear  interactions,  most  of  which 
result  in  only  small  energy  releases  due  to  the  knock  out  of  a  small  number  of  nucleons,  while 
the  HETC  events  are  only  those  that  result  in  massive  energy  deposition. 

The  experimental  configurations  used  at  HCL  and  the  AGS  precluded  us  from  directly 
observing  nuclear  interaction  events  in  the  HEP  sensor  head.  We  plan  on  altering  the 
configuration  during  the  next  phase  of  beam  measurements  to  be  able  to  observe  these  events. 
This  will  allow  us  to  determine  the  accuracy  of  the  HETC  nuclear  interaction  predictions. 


5  SUMMARY  AND  CONCLUSIONS 

We  have  performed  extensive  experimental  and  computational  work  to  characterize  the 
response  of  the  HEP  sensor  head  to  protons.  The  experiments  utilized  high  energy  proton  beams 
and  were  performed  at  the  Harvard  Cyclotron  Laboratory  (30  <  E  <  148  MeV)  and  at  the  AGS 
accelerator  at  the  Brookhaven  National  Laboratory  (184  <  E  <  1,270  MeV).  The  computational 
work  was  carried  out  using  a  variety  of  approaches,  including  the  HETC  Monte  Carlo  code.  The 
overall  agreement  between  experimental  data  and  the  calculation  results  is  excellent,  suggesting 
that  the  HEP  sensor  head  simulations  are  accurate.  We  are  now  using  results  of  the  simulation 
work  to  further  refine  the  sensor  head  design. 
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